Air lonizer Verification Record

lonizer Verification Sequence Number: OR-09%
WORKING STANDARD USED 5
[ AssetISO # Manufacturer: Model: Serial Mo Calibration Date: | Calibration Due: Calibration By:
2384S TN 75 6778 ¥-30.07 ¥-30-0% QL
AIR IONIZER INFORMATION 273 '
Asset/|S0O #: Manufacturer: todal: Serial No. Verification Date: | Verification Due: Veﬂf@un By:
28300 | SiMco | Aerochl | 32674277 7-z-08 | 1-n-09
Inspector: Lacation: Owner: o Fail, YiN 7 Cleaned: Y/N 7 Adjusted: Y/N 7 Prior Sequence#
Hink D2 | 217/210 Jobin M. N N n 08-090
S SR B T R
HBM Sensitivity Levet: 50 v (from Table 1)
Fan controller setting: 1 F9I'|If1 (High, LDW.JNM
| ] /
Distance of ionizer from the charge plate: =0
lonizer Float Potential Tolerance & SV vde  (from Table 1}
Measured Float Potential values recorded below.
et |
1 2 k] 4 5 Carmmants: |
0 wvie O Ve ¢ Vde g Ve vide. |
lonizer Discharge Voltage Range: + 1000 Vdc to = % 5?_5’ Wdc  (from Table 1)
lonizer Discharge Time Tolerance: <, 2 9 seconds. (fram Table 1)
Measurad Discharge Time in second(s) and recorded values below.
1 {+1000 to +¥dc) | 2 (+1000 to +\Vdc) 3 {+1000 to +Vdc) 4 F'ICIW to +\dc) 5 (+1000 to +Wdc) Commaeants:
{_"_‘ a9 sec o zec 4_ 5 s8C .0 SEC z ;. sec
1 (=1000 to -Vdc) 2 {-1000 to -Wdc) 3 (-1000 to -Vdc) { 4 {-1000 to -Vdg) 5 {-1000 to -Vdg) Comments:
& W sec e & =:c g et G sec A sec :
| ¢.5 H e -G_ LY ?.{:‘ |

Record any corrective action required to restored ionizer operation (cleaning, adjustment, replacement, etc.) ‘
|
[

! If lonizer was replaced, indicate below the identification of replacement.

Asset/|50 #: Manufacturer: Model: Serial Mo

Sequence number for verification of replacement lonizer:

Record inspection schedule and rational for that schedule, |
|
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